One of the problems that has had to be overcome to enable this aim to be achieved has been a reduction in the amount of fresh heparinized blood originally required for the priming of the apparatus. Initially, heparinized blood freshly collected on the morning of operation was used. Because of the difficulties and delays that occurred, blood was collected on the afternoon preceding surgery and was stored overnight at a temperature of 4°C. This has not apparently produced any adverse effects. Some centres were using older blood collected in Edglucate solution and reconstituted immediately before use, also apparently without ill-effects.
More recently, varying degrees of haemodilution have been used for cardiopulmonary by-pass (Greer, Carey, and Zuhdi, 1962; Cooley, Beall, and Grondin, 1962; DeWall, Lillehei, and Sellers, 1962) . Some units use no blood at all for priming, and others reduce the amount.
A variety of clear perfusates have been employed, such as 5 % glucose in distilled water, with or without the addition of low molecular weight dextran, and N/4 glucose saline with serum albumin added (Long, Sanchez, Varco, and Lillehei, 1961) . Although some centres have continued to use a normothermic perfusion, the majority rely upon some degree of hypothermia.
1 Supported by a grant from the National Heart Foundation.
Haemodilution has been developed for two reasons. First, the large amount of homologous blood required to prime the heart-lung machine was often expensive and difficult to obtain, especially at short notice. Secondly, a number of adverse physiological changes have been attributed to the use of large amounts of homologous blood (Gadboys, Slonim, and Litwak, 1962 blood, compared with 10 similar cases in our initial series in which fresh whole blood was used for priming the heart-lung machine. These 10 cases were prepared as a pilot study before continuing to use haemodilution. Initially, it was our practice to prime the heart-lung machine with whole blood freshly collected on the morning of operation. In the middle of 1962 we began to use blood collected on the previous afternoon, since this was already accepted practice in many overseas centres. This was not associated with any apparent adverse effects and was a more convenient arrangement both for the Red Cross Blood Transfusion Service and for ourselves. Since the beginning of 1963 we have continued to use blood collected the afternoon before and 465 stored overnight at 4°C., but this has been diluted as set out below.
PERFUSION TECHNIQUE
Perfusion was carried out with the Ebsray R.A.H.C. heart-lung machine (Cohen, Hercus, and Ebsary. 1960) . The pump was of the rotary type with springloaded rollers, just occlusive to 300 mm. of mercury. A rotating disc oxygenator was used, a 15-in. oxygenator being employed for estimated flow rates up to 2 litres per minute and a 21-in. oxygenator for estimated flows in excess of this. Blood was returned to the machine from the right atrium by gravity drainage, the venous reservoir being 10 in. lower than the right atrium. A clamp on the venous line was adjusted to maintain the venous pressure at the preperfusion level. Blood was returned to the body via the external iliac artery ; the largest sized cannula that would fit into the artery was used. No silicone or anti-foaming agent was used in any part of the equipment. The machine was primed with heparinized blood collected on the afternoon before surgery. Blood was collected into 500-ml. glass bottles containing 2,500 units of heparin. The bottles were then stored at 4°C. until the morning of operation. When the 15-in. oxygenator was used. the machine was primed with 1,500 ml. of heparinized blood, 1.000 ml. of N/4 glucose saline, and 200 ml. of 25°,h serum albumin. When the 21-in. oxygenator was used, an additional 500 ml. of blood was used. The body temperature was reduced to 25-30°C. during perfusion, and the patient was rewarmed to 36°C. before the by-pass was discontinued. Intravenous heparin was given in a dosage of 3 mg./kg. The patients were perfused at an estimated flow rate of 2-4 1./m.2 of body surface/min. No citrated blood was used until after the termination of by-pass; any replacement needed before or during perfusion was effected from the machine. At the end of perfusion the patient was transfused from the machine until the heart was well filled, there was a satisfactory peripheral pulse and arterial blood-pressure Astrup (1956) . and using the normogram of Siggaard Andersen and Engel (1960 Table I . It can be seen that the patients in the diluted group were slightly younger but that the perfusion time is comparable in each series. A comparison of the acid-base balance of the two groups is rather difficult, as the pH was the only result obtained from the first group of patients and the state of the acid-base equilibrium cannot be accurately deduced from this figure alone.
However, studying the three-hour post-operative pHs from each group, it seems probable that there was a significantly greater degree of post-operative acidosis in the undiluted group with a mean arterial pH of 7-24 compared with a mean venous pH of 7-26 in the diluted group. In the second group, where complete results were obtained, it can be seen that immediately before perfusion Base excess (mEq 1.)
. .
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-2to-°S tandard bicarbonate (mEq '1.) 20 [18] [19] [20] [21] [22] affect the ability of the Ebsray R.A.H.C. heartlung machine to produce a satisfactory oxygen saturation at all times (Table III) . Subsequent to this series, the oxygen flow through the heartlung machine has been reduced progressively from 6 litres per minute to as low as 1-5 litres per minute, as it was found that this lessened the (Table IV) . Table V shows the operative and post-operative blood loss in the two groups and indicates that haemodilution was not associated with an increased tendency to bleeding either during or with this degree of haemodilution, and that there may be real advantages. The fact that blood is collected on the afternoon before surgery and that relatively small quantities are required has eliminated some of the problems associated with whole body perfusion and has helped to bring it more into line with other major procedures.
SUMMARY
A technique of whole body perfusion with haemodilution is described using the Ebsray R.A.H.C. heart-lung machine.
The results obtained in the first 10 patients are compared with those of a similar group of patients in whom fresh whole blood was used as the perfusate.
This study was made possible by a grant supplied by the National Heart Foundation to provide biochemical assistance.
